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Strontium-90/Y-90 are major radionuclides observed in the water samples tested recently at 
the site of the Fukushima Daiichi Nuclear Power Plant of Tokyo Electric Power Company. A 
simple method of evaluating Sr-90 concentration in these water samples by measuring β rays 
from Y-90 with a GM-detector setup was developed. By applying the precipitation method, Sr-
90 and Y-90 were separated and quantitatively collected with a filter. β rays from Y-90 in the fil-
ter were measured two times at appropriate intervals by inserting a polyethylene plate of 2 mm 
thickness as a β-ray absorber. The contribution of γ rays from Cs-134 and Cs-137 to the Y-90 
count rates was quantitatively evaluated using a 10-mm-thick acrylic resin plate. From the par-
ent-daughter relationship between Sr-90 and Y-90, the Sr-90 concentration was evaluated using 
the conversion coefficient of  Y-90 count rate (cps) to Sr-90 concentration (Bq/cm 3). It was ver-
ified that Sr-90 concentration of below 0.01 Bq/cm 3 in water samples can be correctly measured 
by this simple method.
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I.	 Introduction
At the Fukushima Daiichi Nuclear Power Plant of the Tokyo Electric Power Company (here-

inafter referred to as “1F power station”), various kinds of radioactive-contaminated water 
were generated due to the accident. Accurate determination of the radioactive concentration 
in the contaminated water is one of the most important tasks in the ongoing process towards 
recovery from the accident. 

The major radionuclides contained in the contaminated water from the 1F power station are 
Sr-90 and Y-90. In addition, Cs-134 and Cs-137 are present in low concentrations 1), which can 
be measured relatively easily due to the emission of γ-rays. However, β-ray-emitting nuclides 
such as Sr-90 generally require complicated chemical separation and advanced measurement 
techniques 2-4) as well as a long time for analysis.

 
* Corresponding author, E-mail: kenjiro.kondo@kek.jp
DOI : 10.15669/fukushimainsights.Vol.4.401
© 2021 Atomic Energy Society of Japan. All rights reserved.
Originally published in Transactions of the Atomic Energy Society of Japan  (ISSN 1347–2879), Vol. 14, No. 3, p.151–160 
(2015) in Japanese. (Japanese version accepted: April 9, 2015) 

Article

Kenjiro KONDO et al.

401



Among the nuclides present in contaminated water, Sr-90 is one of the most important in 
terms of radiation safety management as the effluent standard prescribed under the law is as low 
as 0.03 Bq/cm 3. The provisional effluent standard to be observed for Sr-90 when discharging 
the stagnant water from the weir, such as a tank for storing contaminated water, at the 1F 
power station is 0.01 Bq/cm 3. Therefore, a method that facilitates this concentration level to be 
measured easily, quickly and accurately must be developed.

In this study, low concentrations of Sr-90 were determined easily by measuring the β-rays 
from Y-90, concentrated and captured in a filter, using the carbonate precipitation and iron 
coprecipitation methods 7, 8) (hereinafter referred to as “filter method”). 

The determination of the concentration of Sr-90 by the filter method involves the precip-
itation and concentration of Sr-90 or Y-90 in a filter through simplified chemical separation 
and subsequent measurement with a GM instrument used in the radiation management field, 
without requiring advanced radiochemical separation of Sr-90 or Y-90. This method was found 
to contribute to the efficiency of management of contaminated water at the 1F power station.

II.	 Water Samples to be Examined and Outline of Filter 
Method

1.	Water Samples to be Examined

Table 1 shows the major radionuclides present in RO-concentrated salt water (concentrated 
salt water with RO (Reverse Osmosis) membrane) stored in the H1 tank 9) (This is a facility 
(equipment) at the 1F power station in which high concentrations of Sr-90/Y-90 are present), 
H4–No.5 tank 1), and underground water (No. 1–4 observation wells) 10) as well as their con-
centrations, as an example of the radionuclides and their concentrations to be measured in the 
water sample from the 1F power station. Table 2 shows the nuclear characteristics of such 
nuclides 11). The proposed method of measurement is intended for water samples with relatively 
low concentrations of radioactive materials such as high-concentration contaminated water 
leaked from a tank and diluted with a large volume of rainwater or groundwater polluted with 
high-concentration contaminated water that has seeped underground. It is clear from Table 1 
that the major nuclides are Sr-90 and Y-90 whereas the concentration of other nuclides such as 
Cs-134 and Cs-137 is lower than one hundredth of the concentration of Sr-90.

Table 1   �Principal radioisotopes and their concentrations in the water sampled at the site of Fukushima Daiichi 
Nuclear Power Plant of Tokyo Electric Power Company
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II.  測定対象の試料水および
フィルター法の概要

1. 測定対象の試料水
1F発電所における，測定対象試料水に含まれる放射性

核種および濃度を，一例として，H1タンク9）および H4-
No. 5タンク1）に貯留されている RO濃縮塩水（RO（逆浸
透）膜で濃縮されたもの）および地下水（観測井戸　No.  
1-4）10）について，含まれる主な放射性核種および濃度を
Table 1に示す。1F発電所には H1タンクのように Sr-
90/Y-90が高濃度で存在する設備（機器）がある。これら
核種の核特性等11）を Table 2に示す。本測定手法は ,高
濃度の汚染水が，タンク等から漏えいし，大量の雨水で希
釈されたものや，地下への浸透により汚染した地下水等の

放射能濃度の比較的低い試料水を対象としている。
 Table 1から明らかなように，現時点での主要核種は
Sr-90および Y-90で，他に Cs-134および Cs-137等が
存在するが濃度は非常に低く，Sr-90の濃度の 1/100以
下である。

2. フィルター法の概要
本フィルター法では，炭酸塩沈殿・鉄共沈法により

Sr-90および Y-90をフィルターに分離・濃縮し，この
フィルターを測定試料としている。フィルターと GM計
数管の間にβ線吸収体としてポリエチレン板を挿入し，
Y-90からの高いエネルギーのβ線のみを測定し，Y-90
の濃度を求める。Sr-90と Y-90が永続平衡に達している
ことが確認されている場合には，1回の測定で得られた
Y-90の濃度が Sr-90の濃度となる。永続平衡に達してい
ることが確認されていない場合には，時間をおいて 2度
測定を行い，Sr-90と Y-90の逐次壊変の関係から，
Sr-90の濃度を評価するものである。
（ 1）　β線吸収体を用いた Y-90β線の選択的測定
　Figure 1に，フィルター表面に Sr-90, Y-90, Cs-134, 
Cs-137および Co-60が 1 Bq/cm2の面密度で存在すると
き，挿入したポリエチレン板（1 mmが 0.090 g/cm2に相
当）を透過し，GM計数管に入る電子の数を電磁カスケー
ド・モンテカルロ計算コード egs512）を用いて計算した結
果を示す。それぞれの核種のβ線スペクトルを用いて計
算し，結果にはβ線との散乱で発生する二次電子および
制動放射線による二次電子も含まれる。なお，計算体系は
本手法で用いた測定器の配置図に基づいた。図から明らか
なように，適当な厚さのポリエチレン板を挿入することに
より，Co-60, Sr-90, Cs-134および Cs-137からの大部

Table 1　 Principal radioisotopes and their concentra-
tions in the water sampled at the site of Fuku-
shima Daiichi Nuclear Power Station of Tokyo 
Electric Power Company

Nuclide

RO-concentrat-
ed salt-water 

H1 tank9）

RO-concentrat-
ed solt-water 

H4-No.5 tank1）

Underground 
water （No.1-4 

observation 
point）10）

Bq/cm3

Mn-54 1.9E＋00
Co-60 1.2E＋00
Sr-90 7.6E＋04
Cs-134 4.7E＋01 4.6E＋01 1.0E－03
Cs-137 6.6E＋01 1.0E＋02 1.1E－02
Total β 3.9E＋05 8.0E＋04 2.4E－01

Table 2　Principal radioisotopes in the water sample and their nuclear characteristics

Nuclide Half-life Decay mode
Maximum βray 
Energy （MeV）

Eemission rate
Main γray energy
（MeV）

Emission rate

54Mn 312.03 d EC 1.0 0.836 1.0

60Co 5.2713 y β－
0.318 0.999 1.173 0.999
1.491 0.0012 1.333 1.0

90Sr 28.79 y β－ 0.546 1.0
90Y 64.00 h β－ 2.28 1.0

134Cs 2.065 y β－

0.0888 0.273 0.563 0.084
0.415 0.025 0.569 0.154
0.658 0.702 0.605 0.976
Others 0.796 0.866

0.802 0.087
1.365 0.03
Others

137Cs 30.1671 y β－
0.514 0.944
1.176 0.056

137mBa 2.532 m IT 0.662 0.851
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2.	Outline of Filter Method

In this method, Sr-90 and Y-90 are separated and concentrated in a filter using the carbonate 
precipitation and iron coprecipitation methods, and the filter is then used as a measurement 
sample. A polyethylene plate is inserted between the filter and GM counter tube as a β-ray 
absorber, and only those β-rays emitted with high energy are measured to determine the con-
centration of  Y-90. If Sr-90 and Y-90 are confirmed to have achieved a state of secular equi-
librium, the concentration of  Y-90 obtained in a measurement is considered to be that of Sr-90 
as well; otherwise the measurement is conducted twice after a certain interval to evaluate the 
concentration of Sr-90 based on the sequential decay relation between Sr-90 and Y-90.

(1)	 Selective measurement of β-rays from Y-90 using a β-ray absorber
Figure 1 shows the number of electrons which pass through the polyethylene plate (1 mm is 

equivalent to 0.090 g/cm 2) and enter the GM counter, which is calculated using the electromag-
netic cascade Monte Carlo calculation code egs5 12), when Sr-90, Y-90, Cs-134, Cs-137, and 
Co-60 are present on the filter surface with an areal density of 1 Bq/cm 2. The β-ray spectra of 
the respective nuclides are used in the calculation, and the secondary electrons generated due 
to the scattering of β-rays, as well as those generated by bremsstrahlung radiation, are included 
in the result. The system of calculation is based on the layout of the measuring instruments 
used in this method. As shown in the figure, the insertion of a polyethylene plate of appropriate 
thickness enables the removal of most of the β-rays from Co-60, Sr-90, Cs-134, and Cs-137 to 
selectively measure only the β-rays from Y-90.

Although based on the premise that these nuclides are present in the same concentration, 
the contribution of other nuclides to the β-rays from Y-90 is 8.7% when the thickness of the 
polyethylene plate is 1 mm and 0.9% when it is 2 mm. The contribution of the β-rays can be 
ignored when the thickness of the polyethylene plate is 10 mm. With a 10-mm-thick acrylic 
plate of higher density than polyethylene (Density: 1.20 g/cm 2), the contribution of the γ-rays 
from Cs-134 and Cs-137 can be estimated as described in a later section.

In the measurement of the β-rays emitted by Y-90, Sr-89, which is an isotope of Sr (Half-
life: 50.5 days, maximum β-ray energy: 1.49 MeV), is considered to be significant because of 
its high β-ray energy, however, as more than three years have elapsed since the accident, its 

Table 2   Principal radioisotopes in the water sample and their nuclear characteristics
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contribution can be ignored owing to its decay. Assuming that the contribution of Rh-106 and 
Ce-144, which also emit high-energy β-rays, may be ignored, a method that measures β-rays 
from Y-90 was used.

(2)	 Evaluation of the radioactive concentration of Sr-90
This method involves the measurement of β-rays from Y-90 by concentrating and collecting the 

Sr-90 and Y-90 present in the water sample in a filter, regardless of the achievement of radiative 
equilibrium between these substances. The radioactive concentration of Sr-90 can be determined 
from that of  Y-90, which is measured using the polyethylene plate (with a thickness of 1 mm or 
2 mm) as a β-ray absorber. If Sr-90 and Y-90 have already achieved a state of secular equilibrium, 
the concentration of Sr-90 can be obtained by means of a single measurement, otherwise two 
measurements must be made at an interval of approximately five hours.

Assuming that the number of atoms of Sr-90 and Y-90 per cm 3 when time t is zero are 
NSr-90 (0) and NY-90 (0), respectively, the number of atoms of NY-90 (t) after t hours is determined 
as follows:

�
(1)

where, λSr-90 and λY-90 are the decay constants of Sr-90 and Y-90, respectively. As λY-90 − λSr-90 ≈ 
λY-90 because λY-90≫λSr-90,

�

(2)

where, AY-90 (0) and AY-90 (t) are the radioactive concentrations of  Y-90 (Bq/cm 3) when time t is 
zero and t, respectively, and ASr-90 (0) is the radioactive concentration of S-90 (Bq/cm 3) when 
time t is zero. The radioactive concentration of Sr-90 can be determined by using Eq. (3) given 
below: 

�
(3)

AY-90 (t) and AY-90 (0) can be obtained from the correlation (conversion coefficient) between 
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分のβ線は除くことができ，Y-90β線だけを選択的に測
定することができる。フィルター上に，これら核種が同一
濃度で存在することを前提に求めたものであるが，Y-90
のβ線に対する他の核種の寄与は，1 mmおよび 2 mm
厚のポリエチレン板で，それぞれは 8.7％, 0.9％である。
10 mmの厚さのポリエチレン板では，β線の寄与は無視
できる。ポリエチレンより密度の大きいアクリル板
10 mm（密度：1.20 g/cm2）を用いて，後述のように，Cs-
134および Cs-137からのγ線による寄与を評価すること
が可能である。
　なお，Y-90のβ線測定において，Srの同位体である
Sr-89（半減期：50.5日，最大β線エネルギー：1.49 MeV）
は，そのβ線エネルギーが高いことから，影響が考えら
れるが，事故後 3年以上を経過した現状では，減衰によ
りそれによる寄与は無視できる。同様に高いエネルギーの 
β線を放出する Rh-106と Ce-144の寄与は，現状の対象
となる汚染水においては，無視できると仮定し，Y-90の 
β線を測定する方法を検討した。
（ 2）　Strontium-90放射能濃度の評価
　本手法は，試料水に含まれる Sr-90および Y-90の間の
放射平衡の到達度に関わらず，フィルターに濃縮・補集
し，Y-90からのβ線を測定することを基本としている。
Strontium-90の放射能濃度は，ポリエチレン板（1 mmま
たは 2 mm厚）をβ線吸収体として用いて測定した Y-90
の放射能濃度から求められる。Strontium-90と Y-90が
永続平衡に達している場合は，1回の測定で Sr-90の濃度
が求まる。一方，永続平衡に達していない場合には，5時
間程度の間隔をおいて測定した，2度の測定結果から以下
のようにして求められる。
　時刻 t＝0における，1 cm3当たりの Sr-90の原子数を
NSr-90（0），Y-90の原子数を NY-90（0）とする。t時間経過
後の Y-90の原子数 NY-90（t）は

NY-90（t）＝
λSr-90

λY-90－λSr-90

×NSr-90（0）［exp（－λSr-90 t）－exp（－λY-90 t）］
＋NY-90（0）exp（－λY-90 t） （ 1）

となる。λSr-90およびλY-90は Sr-90および Y-90の壊変定
数である。λY-90≫λSr-90なので，λY-90－λSr-90≈λY-90として
よいので，
　AY-90（t） ＝λY-90 NY-90（t） 

＝λSr-90 NSr-90（0）［exp（－λSr-90 t）－exp（λY-90 t）］ 
　＋λY-90 NY-90（0）exp（－λY-90 t） 
＝ASr-90（0）［exp（－λSr-90 t）－exp（－λY-90 t）］ 
　＋AY-90（0）exp（－λY-90 t） （ 2）

である。ここで，AY-90（0）は時刻 t＝0での，AY-90（t）は時
刻 tでの Y-90の放射能濃度（Bq/cm3），ASr-90（0）は時刻 
t＝0での Sr-90の放射能濃度（Bq/cm3）である。（ 2）式よ
り，Sr-90の放射能濃度（Bq/cm3）は次式で求まる。

（ 3）ASr-90（0）＝
AY-90（t）－AY-90（0）exp（－λY-90 t）
exp（－λSr-90 t）－exp（－λY-90 t）

　なお，AY-90（t）および AY-90（0）は，実験的に求まる GM
計数管による Y-90の計測値（cps）と Y-90の放射能濃度
（Bq/cm3）の相関（換算係数）から得られる。

3. 実験で確認すべき事項
本フィルター法の適用の妥当性を検討するため，以下の
事項について確認する必要がある。

a） 炭酸塩・鉄共沈法による，試料水から Sr-90およ
び Y-90をフィルターに濃縮・分離する際の捕集効
率について，

b） Sr-90標準溶液を用いた，GM検出器による Y-90
計測値と Y-90および Sr-90の放射能濃度の相関
（換算係数）について，

c） 1F発電所の一部試料水に海水の混入が想定される
ことから，海水含有量の Y-90計測値に及ぼす影響
について，

d） ポリエチレン板をβ線吸収体とすることによって，
Y-90のβ線のみの測定が可能であるが，GM検出
器は，γ線や制動放射線にも感度を有する。対象と
なる試料水に含まれる核種でフィルターに捕集され
る Cs-134および Cs-137等からのγ線およびβ線
による制動放射線による Y-90計測値に対する影響
について，

以下に，これら事項について行った実験および結果につい
て述べる。

III. 実験および結果

1. フィルターによる濃縮・分離および捕集効率
（ 1）　Strontiumおよび Yの分離・捕集
1F発電所の試料水では，Sr-90および Y-90が無担体
に近い状態で存在するものと考えられ，分離条件の検討の

Fig. 1　 Relationship between thickness of polyethylene ab-
sorbers and transmission probability of β-rays from 
Sr-90, Y-90, Cs-134, Cs-137 and Co-60 calculated 
with egs5 Monte Carlo code

Figure 1   �Relationship between thickness of polyethylene absorbers and transmission probability of β-rays 
from Sr-90, Y-90, Cs-134, Cs-137 and Co-60 calculated with egs5 Monte Carlo code
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the count rate of  Y-90 obtained experimentally with the GM counter tube and the radioactive 
concentration of  Y-90 (Bq/cm 3).

3.	Points to be Considered in the Experiment

In order to ensure the validity of the application of the filter method, the following points 
must be given due consideration:

a) The collection efficiency at the time of concentrating and separating the Sr-90 and Y-90 
from the water samples into the filter using the carbonate precipitation and iron coprecipitation 
methods. 

b) The correlation between the count rate of  Y-90 measured with a GM detector and radioac-
tive concentration of  Y-90 and Sr-90 using a standard Sr-90 solution (conversion coefficient). 

c) The influence of seawater content, due to a possible incorporation of seawater into some 
water samples collected at the 1F power station, on Y-90 measurements.

d) Using the polyethylene plate as a β-ray absorber enables the measurement of the β rays 
of  Y-90 only, however, a GM detector has the sensitivity to detect γ-rays and bremsstrahlung 
radiation. Therefore, the influence of the γ-rays from the nuclides such as Cs-134 and Cs-137, 
which are present in the water samples, as well as the bremsstrahlung radiation from β-rays on 
the measurement of  Y-90, must be considered.

The experiment was conducted in view of the above-mentioned points and the results are 
described in the next section.

III. Experiment and Results
1.	Concentration, Separation and Collection Efficiencies with a Filter

(1)	 Separation and collection of Sr and Y
Considering that Sr-90 and Y-90, which are close to the carrier-free state, are present in the 

water samples collected from 1F power station, Sr and Y were added as carriers in advance to 
study the separation conditions and the collection efficiencies of Sr and Y were determined 
using the carbonate precipitation and iron coprecipitation methods.

In this method, Sr and Y are separated as strontium carbonate and yttrium hydroxide, re-
spectively. Fe 3+ ions are added to facilitate the processes of sedimentation and separation due 
to the coprecipitation effect. As the water samples that are collected from the 1F power station 
also contain Cs-134 and Cs-137 in the carrier-free state, Cs with a similar concentration as Sr 
is added as a carrier for the separation operation when conducting the process with actual water 
samples.

(2)	 Preparation of water samples used in the experiment
The water samples used in the experiment contained pure water, seawater, and well water 

collected from the High Energy Accelerator Research Organization (This was prepared by 
sterilizing the ground water to render it potable and is hereinafter referred to as “well water”). 
The well water was used as simulated groundwater obtained from the 1F power station, and 
the water samples containing seawater were used to study the influence of the incorporation 
of seawater on the measurements because it was possible that seawater was mixed with some 
water samples collected from the 1F power station. The chemicals used for calibration in 
the sedimentation, separation, and inductively coupled plasma (ICP) emission spectrometric 
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analyses are given below:
Standard Sr 2+ and Y 3+ atomic absorption solutions (Kishida Chemical Co., Ltd.) containing 

1,000 ppm of Sr 2+ or Y 3+, Fe 3+ prepared by mixing special grade ferric chloride (Junsei Chem-
ical Co., Ltd.) with 0.1 N hydrochloric acid to 10 mg/mL, and Ca 2+ prepared by dissolving 
special grade CaCO3 (Junsei Chemical Co., Ltd.) with concentrated hydrochloric acid as Ca 2+ 
to 50 mg/mL. Granular Na2CO3 of special grade (Wako Pure Chemical Corporation) was used 
in the original form and artificial seawater was prepared using Daigo’s Artificial Seawater SP 
(for one liter, Nihon Pharmaceutical Co., Ltd.).

(3)	 Separation and collection operation procedures
A solution of 100 mL of the water sample containing pure water, seawater, and well water 

was prepared by adjusting the Fe 3+ concentration to 50 ppm, Sr 2+ and Y 3+ concentrations to 
10 ppm using standard solutions, and Ca 2+ concentration to 250 ppm from the prepared Ca 
solution. This solution was agitated and then heated to approximately 50°C. After one gram of 
Na2CO3 was added, the solution was agitated vigorously with a magnetic stirrer for approxi-
mately seven minutes and then agitated gently for approximately three minutes to promote the 
generation of a deposit and formation of floc. The solution was subsequently left to rest for 
approximately three minutes for the deposit to settle at the bottom in the form of floc and then 
filtrated. A filtering device with a 47-mm filter holder made entirely of glass (Nihon Millipore) 
was used. In order to ensure the uniformity of deposition, the supernatant was first filtered and 
when the volume was reduced to almost half, the rest of the solution was poured into a funnel. 
Normally, the filtration time is approximately 30 s. The membrane filter used was a mixed 
cellulose ester filter (Millipore Advantec) with a pore size of 0.65 µm and diameter of 47 mm. 
The filtration was carried out while reducing the pressure with an aspirator and the suction was 
terminated when water stopped dripping from the filter. The concentrations of Sr and Y present 
in the undiluted solution before addition of Na2CO3 and the filtered solution were measured by 
the ICP emission spectrometric analysis method to determine the collection efficiencies of Sr 
and Y.

(4)	 Collection efficiencies of Sr and Y
Table 3 shows the collection efficiencies of Sr and Y from the water samples containing pure 

water, seawater, and well water, as determined by the method proposed in this study. As a result 
of adding an excessive amount of Ca and allowing sufficient time for the reaction to take place 
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ため，あらかじめ Srおよび Yを担体として添加し，炭酸
塩沈殿・鉄共沈法を用いて，Srおよび Yの捕集効率につ
いて検討した。この手法では，Srは炭酸ストロンチウム
として，また，Yは水酸化イットリウムとして分離され
る。Fe3＋イオン添加は，共沈効果による沈殿・分離を容
易にするためのものである。なお，1F発電所において，
対象となる試料水には，同時に無担体状態で Cs-134およ
び Cs-137も存在するため，実際の水試料について分離・
捕集を行う場合は，Srと同程度の濃度の Csを担体として
加え分離操作を行うことになる。
（ 2）　実験に用いた試料水の調製
　実験で用いた試料水は，純水，高エネルギー加速器研究
機構の井水（地下水を殺菌処理等し飲料水にしたもの。以
下，「井水」という。），および海水を含有する試料水であ
る。なお，井水は，1F発電所の地下水の模擬として，ま
た，海水を含有する試料水については，1F発電所の試料
水の一部に海水の混入の可能性が考えられることから，そ
の測定手法への影響を検討するために行ったものである。
沈殿・分離および ICP（高周波誘導結合プラズマ）発光分
光分析で校正に用いた薬品等を以下に示す。
　Sr2＋, Y3＋は，原子吸光用標準溶液（キシダ化学㈱製，い
ずれも，Sr2＋, Y3＋として 1,000 ppm）を，Fe3＋は，特級塩
化第二鉄（純正化学㈱製）を 0.1 N塩酸で 10 mg/mLに調
製したものを，また，Ca2＋は，特級 CaCO3（純正化学㈱
製）を濃塩酸で溶かし，Ca2＋として 50 mg/mLに調整し
たものを使用した。Na2CO3（特級，和光純薬工業㈱製）は
粒状のものをそのまま用いた。人工海水の調製はダイゴ人
工海水の元 SP（1 L用，日本製薬）を用いて調製した。
（ 3）　分離・捕集操作手順
　純水，井水および海水を含有する水を試料水とし，試料
水 100 mLに，Fe3＋濃度を 50 ppmに，Sr2＋および Y3＋標
準溶液を用いて，それぞれの濃度が 10 ppmに，また，

Ca2＋濃度を，調製した Ca溶液から分取して 250 ppmと
した。この溶液を攪拌し，約 50℃に加温した。Na2CO3 
1 gを加え，約 7分間マグネチック・スターラを用いて激
しく攪拌した後，約 3分間緩やかに攪拌をし，沈殿の生
成およびフロックの形成を促した。その後，約 3分間静
置し，沈殿物がフロック状に下方に沈殿するのを待って，
ろ過を行った。ろ過装置は日本ミリポア社製の全ガラス 
製フィルターホルダー 47 mmのものを使用した。沈殿 
物の均一性を確保するため，ろ過は上澄みから行い，液 
がおよそ半分の容量になった段階でファンネルに一度に 
投入した。通常ろ過時間は 30秒程度である。用いたフィ
ルターは，メンブレンフィルター（Millipore Advantec社
製mixed cellulose esterフィルター；ポアサイズ：0.65  
μm，直径：47 mm）で，ろ過はアスピレータで減圧しな
がら，フィルターから水の滴下が終わった時点で吸引を終
了した。Na2CO3を添加する前の原液とろ過液の Srおよ
び Y濃度を ICP（高周波誘導結合プラズマ）発光分光分析
法で測定し，Srと Yの捕集効率を求めた。
（ 4）　Strontiumおよび Yの捕集効率
　Table 3に，純水，井水および海水含有試料水につい
て，本手法による Srおよび Yの捕集効率を示す。過剰の
Caの添加や，反応および沈殿の熟成に一定の時間を取る
ことにより，捕集効率は，Srについて 99.6％，また Yに
ついては 96.8％であった。純水，井水および海水を含有
する試料水中の Srおよび Yは高い捕集効率で，かつ，再
現性よくフィルターに濃縮・捕捉されることが示された。
この結果は，1Fにおいて測定対象として考えている，汚
染水タンク堰内溜まり水，地下水や海水を含む試料水等に
対しても，高い捕集効率で，含まれる Sr-90および Y-90
が沈殿・分離されることを示すものと考えられる。

Table 3　Collection efficiencies of Sr and Y

Sample Number

Sra） Ya）

Concentration in the filtrate Collection efficiency Concentration in the filtrate Collection efficiency

（mg/L） （％） （mg/L） （％）

No. 1 pure water 0.05 99.5 0.33 96.7
No. 2 pure water 0.05 99.5 0.33 96.7
No. 3 pure water 0.05 99.5 0.33 96.7
No. 4 pure water 0.05 99.5 0.29 97.1
No. 5 pure water 0.06 99.4 0.30 97.0
D-1b） well water 0.05 99.5 0.39 96.1
D-2b） well water 0.03 99.7 0.32 96.8
SW-1c） 10％ sea-water 0.02 99.8 0.31 96.9
SW-2c） 30％ sea-water 0.01 99.9 0.27 97.3

Average 99.6±0.1 Average 96.8±0.1
a） Concentration of Sr and/or Y in the start solution:10.0 mg/L.
b） Well-water: Mg2＋：7 ppm, Ca2＋：19 ppm, Na＋：31 ppm, K＋：4 ppm, Cl－：49 ppm, SO4

2－：2-25 ppm, Br－：1 ppm. pH：7.6.
c） Water containing sea-water.

Table 3   Collection efficiencies of Sr and Y

a) 	 Concentration of Sr and/or Y in the start solution: 10.0 mg/L
b) 	 Well water: Mg2+ : 7 ppm, Ca2+ : 19 ppm, Na+ : 31 ppm, K+ : 4 ppm, Cl− : 49 ppm, SO4

2− : 2-25 ppm, Br− : 1 ppm. pH : 7.6
c) 	 Water containing seawater
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and maturation of the deposit, the collection efficiencies of Sr and Y were found to be 99.6% 
and 96.8%, respectively. It was demonstrated that the Sr and Y in the water samples containing 
pure water, seawater, and well water were concentrated and captured in the filter at high collec-
tion efficiency and with high reproducibility. This result shows that the Sr-90 and Y-90 present 
in the stagnant water in the weir of the contaminated water tank and water samples containing 
underground water and seawater can be deposited and separated with high collection efficiency. 

2.	Correlation between the Count rates of  Y-90 and Radioactive Concentrations 
of Sr-90 and Y-90 (Conversion Coefficient)

(1)	� Concentration/Separation and radioactivity measurement of Sr-90 and Y-90 using 
a standard Sr-90 solution

The relation between the count rates obtained with a GM detector and the radioactive con-
centrations of Sr-90 and Y-90 (conversion coefficient) was studied, where the measurement 
sample was the filter obtained by conducting the deposition and separation processes with the 
pure water-based sample containing Sr-90 of known concentration.

(a) Adjustment and concentration/collection of water samples containing Sr-90
The solutions were prepared with a concentration of 0.31 kBq/mL (50 mL measuring flask) 

and 3.1 Bq/mL (100 mL measuring flask), with a standard Sr-90 solution (Eckert & Ziegle) 
SrCl2 0.1 M HCl, 15.5±0.4 kBq/5 mL, and the specified amount from these solutions was added 
to adjust the concentration of Sr-90.

After adding the carriers to 100 mL of pure water containing Sr-90 of known concentration 
as described above, the deposition and separation of Sr-90 and Y-90 was carried out following 
the same procedure. At the 1F power station, a simplified method of measurement 13) is adopted 
with a 500 mL sample water for measuring low-concentration Sr-90, when it is imperative to 
determine whether the stagnant water in the weir of the RO-concentrated salt water storage 
tank can be discharged or not. In this study, lowering the measurable concentration by using 
a 400 mL water sample was also studied. In this case, the amount of chemicals added, except 
for the standard Sr-90 solution, should be four times as large as those added to 100 mL water 
samples, and the operations such as separation must be carried out according to the same pro-
cedures as the ones used for the 100 mL water samples. Assuming that Sr-90 and Y-90 in the 
standard solution achieved secular equilibrium, the analysis was conducted as described below:

(b) Measuring filter and radioactive measurement
The filter which was used in the collection process was sealed with a transparent laminate 

coating film. In addition, it was sealed in a polyethylene bag. Furthermore, it was placed be-
tween two plastic plates with 50 mm opening (0.5 mm thick) for fixation. This opening was as 
large as the window of the GM counter tube. The size of the deposit was 37 mm in diameter. 
The center of the filter was aligned with the center of the GM counter tube and after securing 
it to the measuring stand the GM counter tube (Hitachi Aloka Medical, Ltd., GM survey meter 
TGS-146B 14)) was firmly attached to conduct the measurement. In addition, after attaching the 
polyethylene plates (1 mm and 2 mm thick) as well as a 10-mm-thick acrylic plate (1.20 g/cm 2) 
close to the filter, the GM counter tube was firmly attached on top of them to conduct the mea-
surements. The weight per unit area with the laminate coating film and polyethylene bag was 
approximately 0.0001 g/cm 2. The radioactive measurement was carried out in a box shielded 
with 5-cm-thick lead. The background with no measurement sample was 0.45±0.1 cps. For 
the low-concentration sample, a three-minute measurement was conducted three times and for 
other samples, a one-minute measurement was conducted three times to determine the average 
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value. The correction for the measurements was made based on a dead time of 250 μsec.

(2)	 Conversion coefficient
The results of the measurements with water samples of 100 mL and 400 mL, classified into 

three types according to the low to high radioactive concentration range of Sr-90 are shown 
in Figures 2 and 3. In the measurements using 1-mm and 2-mm β-ray absorbers, the count 
rates are based on the β-rays from Y-90 and the corresponding concentration is the radioactive 
concentration of  Y-90, which is the same as the radioactive concentration of Sr-90 as it has 
achieved a state of secular equilibrium.

The measurements of the β-rays from Sr-90 and Y-90 were conducted directly with the filter 
(with no polyethylene plate) and these correspond to the radioactive concentration of Sr-90 
and Y-90. For the 100 mL water sample, the measurement was conducted with and without the 
polyethylene plates 1 mm and 2 mm thick (the polyethylene plate 1 mm thick was 0.090 g/cm 2), 
and superior linearity was observed in the count rates and concentrations of Sr-90 and Y-90 at 
a concentration of approximately 0.03 Bq/cm 3 (effluent standard prescribed by law) or higher. 
In addition, in the case of measurements with the 400 mL water sample conducted in order to 
study the measurability of lower concentrations, superior linearity was observed in the count 
rates of radioactivity collected in the filter as well as the radioactive concentrations of Sr-90 and 
Y-90 in a wide range of concentrations at approximately 0.005 Bq/cm 3 or higher, as shown in 
Figure 3. At the 400-mL level, the sensitivity for detecting the radioactive concentrations that 
were much lower than the provisional effluent standard currently being used (0.01 Bq/cm 3) was 
confirmed, showing that the proposed method can be applied to low concentrations at around 
this level.

The deposits were collected in a 37 mm filter in diameter. The influence of self-absorption 
due to the amount of deposits was found to be small because high-energy β-rays from Y-90 
were measured. The error bars in the figure correspond to the standard deviation (1 σ) when 
the background is deducted. Table 4 shows the conversion coefficients and residual sums of 
squares (χ 2) determined by the least squares method based on the relation between the count 
rates (cps) and the radioactive concentrations of Sr-90 and Y-90 (Bq/cm 3) in the low concen-
tration, medium concentration, and entire concentration ranges, according to the radioactive 
concentrations of Sr-90 used. The conversion coefficients differ depending on the thickness 
of the polyethylene plate and amount of water sample. As shown in Table 4, the conversion 
coefficients show a superior concordance in the concentration ranges of 0.5 Bq/cm 3 or lower as 
well as 6 Bq/cm 3 or lower in the case of 100 mL water samples and in the concentration ranges 
of 0.3 Bq/cm 3 or lower as well as 1 Bq/cm 3 or lower in the case of 400 mL water samples. On 
the other hand, they are slightly smaller in the concentration range of 0.05 Bq/cm 3 or lower in 
the case of 100 mL water samples and in the concentration range of 0.03 Bq/cm 3 or lower in the 
case of 400 mL water samples. In actual measurement, the concentration of  Y-90 (or Sr-90) 
is evaluated using the conversion coefficient obtained for the entire concentration range with 
many measuring points. However, in the low concentration range, there is an overestimation of 
approximately 15% and 10% for the 100 mL and 400 mL water samples, respectively, when a 
2 mm-thick polyethylene plate is used. It is preferable that a polyethylene plate with a thickness 
of 2 mm is used in the measurement from the perspective that the concentration of substances 
such as radioactive Cs, which are present in the deposits collected in the filter, changes signifi-
cantly and only the β-rays from Y-90 are measured, even though the properties of the water 
sample are unknown.
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Sr-90の放射能濃度範囲を低濃度から高濃度範囲の 3つに
分け Figs. 2および 3に示す。1 mmおよび 2 mmのβ線
吸収体を用いた測定では，計数率は Y-90β線によるもの
で，対応する濃度は Y-90の放射能濃度（永続平衡に達し

2.　 Yttrium-90計測値と Sr-90および Y-90の
放射能濃度の相関（換算係数）

（ 1）　 Strontium-90標準溶液を用いた Sr-90および
Y-90の濃縮・分離と放射能測定

　純水を用いた Sr-90の既知濃度を含む試料水から沈殿・
分離して得られたフィルターを測定試料とし GM検出器
による計数率と Sr-90および Y-90の放射能濃度の関係
（換算係数）について検討を行った。
　（a）　Strontium-90を含む試料水の調整と濃縮・捕集
　Strontium-90の濃度調整は，Sr-90標準溶液（Eckert& 
Ziegler社製　SrCl2 0.1 N HCl,　15.5±0.4 kBq/5 mL） 
を用いて，0.31 kBq/mL（50 mLメスフラスコ）および
3.1 Bq/mL（100 mLメスフラスコ）のものを作り，これか
ら所定量を分取し行った。
　既知濃度の Sr-90を含む純水 100 mLに対し，前述と
同様に担体等を加えた後，同じ手法で Sr-90および Y-90
の沈殿・分離を行った。1F発電所では，RO濃縮塩水貯
留タンク堰内の溜まり水の排水の可否を緊急に判断する際
に，低濃度の Sr-90の測定のため 500 mLの試料水を用
いる簡易測定法13）を採用している。本研究でも，測定でき
る濃度を引き下げることを目的に，試料水を 400 mLとし
た場合についても検討を行った。なお，この場合，添加す
る Sr-90標準溶液以外の用いた薬品等の量は，すべて
100 mLスケールの場合の 4倍とし，分離操作等は 100  
mLの場合と同じである。標準溶液中の Sr-90と Y-90は
永続平衡に達しているとして以下の解析を行った。
　（b）　測定用フィルターおよび放射能測定
　捕集後フィルターを透明のラミネート・コーティング・
フイルムで密封し，さらにポリエチレン袋に入れ密封し，
それを 0.5 mmの厚さの 2枚のプラスチック板ではさみ固
定した。沈殿物（直径 37 mm）側のプラスチック板には
GM計数管の窓と同じ大きさの直径 50 mmの開口部があ
る。
　上記フィルターを，フィルターの中心が，GM計数管の
中心に一致するように作られた測定用台に固定し，GM計
数管（日立アロカメディカル　GMサーベイメータ　TGS- 
146B14））を密着させ測定を行った。あわせて，フィルター
上に 1 mm, 2 mm厚のポリエチレン板および 10 mmのア
クリル板（1.20 g/cm2）を密着させ，その上に GM計数管
を密着させ，測定を行った。なお，ラミネート・コーティ
ング・フイルムおよびポリエチレン袋による単位面積当た
りの重量は約 0.0001 g/cm2である。放射能測定は，5 cm
厚の鉛遮蔽したボックス内で行い，測定試料のない状態
で，バックグラウンドは，0.45±0.1 cpsであった。濃度
の低いものについては，3分測定を 3回，その他は 1分測
定を 3回行い，平均値を求めた。測定値に対し，不感時
間 250 μsecとして不感時間による補正を行った。
（ 2）　換算係数
　100 mLおよび 400 mLの試料水に対する測定結果を，

Fig. 2　 Relationship between concentrations of Sr-90/Y-90 
（Bq/cm3） and count-rates of GM-detector （water 
volume: 100 mL, absorber: polyethylene plate）  
（a） the entire region of concentration: ≤6 Bq/cm3, 
（b） the part of low concentration: ≤0.5 Bq/cm3, （c） 
the part of low concentration: ≤0.05 Bq/cm3.

Figure 2   �Relationship between concentrations of Sr-90/Y-90 (Bq/cm3) and count rates of GM-detector (water 
volume: 100 mL, absorber: polyethylene plate)

	     (a) the entire region with a concentration: ≤6 Bq/cm3

	     (b) the part with a low concentration: ≤0.5 Bq/cm3

	     (c) the part with a low concentration: ≤0.05 Bq/cm3
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3.	Influence of Seawater Concentration on the Measurements of  Y-90

As in the case for pure water, high collection efficiency was achieved in the case of well 
water, as shown in Table 3 (The component analysis result is shown in the Note of Table 3). 
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ていることから，Sr-90の放射能濃度と同じ値になる。）で
ある。一方，フィルターを直接測定したもの（ポリエチレ
ン板のない状態）については Sr-90および Y-90からのβ 
線を計測し，計測値は Sr-90および Y-90の放射能濃度に
対応する。試料水量が 100 mLの場合，フィルターを直接
測定した場合とポリエチレン板 1 mmと 2 mm（1 mmは

0.090 g/cm2）を挿入した場合について，およそ 0.03 Bq/
cm3（法定の排水基準）以上の濃度で，計数率と Sr-90およ
び Y-90濃度によい直線性が認められた。また，より低濃
度の測定の可能性について検討するために行った試料水量
400 mLの場合においては，Fig. 3に示すように，およそ
0.005 Bq/cm3以上の広い濃度範囲に渡って，フィルター
に捕集された放射能の計数率と Sr-90および Y-90の放射
能濃度の間によい直線性が認められた。400 mLスケール
では，現在採用している暫定排水基準（0.01 Bq/cm3）を十
分下回る放射能濃度まで検出感度があり，本手法がこのよ
うな低濃度に対しても十分適用できる可能性があることを
示している。
　なお，沈殿物は直径 37 mmのフィルター上に捕集され
る。Y-90からのエネルギーの高いβ線を測定するため
に，沈殿物の量による自己吸収の影響は小さいことが示さ
れた。なお，図中のエラーバーはバックグラウンドを差し
引いた際の標準偏差（1σ）に相当する。用いた Sr-90の放
射能濃度に応じて，低濃度，低濃度から中濃度および全濃
度範囲における，計数率（cps）と Sr-90および Y-90の放
射能濃度（Bq/cm3）の関係から，最小二乗法で求めた換算
係数および残差二乗和（χ2）を Table 4に示す。換算計数
は用いたポリエチレン板の厚さおよび試料水の容量により
異なる。Table 4に示すように，100 mLにおける，0.5  
Bq/cm3および 6 Bq/cm3以下の濃度範囲および 400 mL
における 0.3 Bq/cm3, 1 Bq/cm3以下の濃度範囲では換算
係数は，よい一致を示している。一方，100 mLで 0.05  
Bq/cm3以下，400 mLで 0.03 Bq/cm3以下の濃度範囲で
は，それらに比べ若干小さい値を示している。実際の測定
では，測定点の多い全濃度範囲で得られた換算係数を用い
て，Y-90（または Sr-90）の濃度を評価することになるが，
低濃度領域では，2 mmポリエチレン板に対し，100 mL
および 400 mLで，それぞれ約 15％, 10％過大評価するこ
とになる。なお，測定に使用するポリエチレン板の厚さ
は，フィルターに捕集された沈殿物に含まれる放射性 Cs
等の濃度に依存し，試料水の性状等が不明な場合，Y-90
のβ線のみを測定するという観点から，2 mmの厚さのも
のが望ましい。

3.　Yttrium-90計測値に与える海水濃度の影響
　井水（成分の分析結果は Table 3の注に示した。）につい
ては，Table 3に示すように純水を用いた場合と同様，高
い捕集効率が得られた。したがって，多くの 1F発電所の
地下水についても本手法が適用できるものと考えられる。
一方，測定対象となる試料水には，一部に海水の混入が考
えられるが，Table 3に示すように海水含有濃度（海水濃
度：10％, 30％）に対しても高い捕集効率が得られ，同様
に本測定手法の適用が可能と考えられる。しかし，海水を
含有する試料水では，沈殿物が嵩張り，それによる自己吸
収の影響が考えられる。そこで，本フィルター法に対する

Fig. 3　 Relation between concentrations of Sr-90/Y-90 （Bq/
cm3） and count-rates of GM-detector （water volume: 
400 mL, absorber: polyethylene plate）  
（a） the entire region of concentration: ≤1 Bq/cm3, 
（b） the part of low concentration: ≤0.3 Bq/cm3, （c） 
the part of low concentration: ≤0.03 Bq/cm3.

Figure 3   �Relation between concentrations of Sr-90/Y-90 (Bq/cm3) and count rates of GM-detector (water 
volume: 400 mL, absorber: polyethylene plate)

	     (a) the entire region with a concentration: ≤1 Bq/cm3

	     (b) the part with a low concentration: ≤0.3 Bq/cm3

	     (c) the part with a low concentration: ≤0.03 Bq/cm3
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Therefore, this would indicate that this method can be applied to most of the underground water 
obtained from the 1F power station. Moreover, although seawater was considered to be incor-
porated in some water samples to be measured, high collection efficiency was also achieved 
for seawater concentrations of 10% and 30% as shown in Table 3, which signifies that this 
measurement method can be applied to seawater. However, deposits accumulate in the water 
samples containing seawater, and the influence of self-absorption due to such deposits must be 
taken into account. As a result, the influence of concentration of seawater on the measurements 
of  Y-90 in this filter method was studied.

Using artificial seawater, 100 mL water samples were prepared with concentrations of 1, 2, 3, 
7, 10, 15, 20, and 30%. Carriers were added to these water samples, as in the aforementioned ex-
periment, to prepare solutions with a Sr-90 concentration of 1.0 Bq/cm 3. The filter was examined 
after conducting the deposition and separation processes with these solutions, according to the 
aforementioned method. The deposits in the samples containing seawater were bulky and wet, 
as compared to the deposits in the 100 mL water sample with a seawater concentration of 0%.

Table 5 shows the results of the measurement as well as the ratios of the count rates to that 
when the seawater concentration was 0% with a 2-mm-thick polyethylene plate. In addition to 
the effect of the seawater content, an increase in the amount of deposits, due to substances such 
as Mg present in the seawater, was considered to be significant. At seawater concentrations 
from 7% to 30%, the ratio of the count rate to that when the seawater concentration was 0% was 
almost constant (nearly 0.86). If the seawater concentration is unknown, the concentration that 
is determined, using the count rate and conversion coefficient of  Y-90 shown in Table 4 (for 
the total concentration range), is underestimated. If it is apparent that water sample contains 
seawater, the concentration of  Y-90 can be estimated by using the value obtained on multiply-
ing the count rate of  Y-90 by 1.16. However, a slight overestimation would occur at seawater 
concentrations of 7% or lower. 

The deposits in seawater samples were susceptible to moisture, and the weight of the sea-
water with a concentration of 10%, measured after it is dried for 24 hours in a desiccator, was 
0.0042 g/cm 2. The actual water content of the deposits at the time of measurement was un-
known, and a correlation between the amount of deposits and self-absorption was not observed.

In the actual separation process, if a water sample with a seawater concentration of 20% or 
higher is used, it is too difficult to conduct a quantitative measurement because the attachment 
of bulky deposits to the wall cannot be avoided when removing the filter and it is difficult 
to conduct a reproducible measurement if a water sample contains a high concentration of 
seawater. Therefore, in the case of such water samples, it is necessary to check the saline con-
centration and dilute the water sample before conducting the measurements.
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海水濃度の Y-90計測値に対する影響について検討した。
　人工海水を用いて，海水濃度が，1, 2, 3, 7, 10, 15, 20
および 30％の試料水（100 mL）を調製した。これに，前述
の実験と同様に担体等を添加し，さらに，Sr-90濃度が
1.0 Bq/cm3の溶液を調製した。この溶液について前述と
同じ手法で，沈殿・分離を行い，そのフィルターを測定し
た。なお，海水を含む試料の沈殿物は，海水 0％の 100  
mLの沈殿物と比較し，嵩張っており，全体的に湿っぽい
状態であった。
　Table 5に測定結果を示す。ポリエチレン 2 mmにお
ける海水濃度 0％の値に対する計数率の比もあわせて示し
た。海水含有量による影響があるが，主に海水に存在する
Mg等による沈殿物量の増加等によるものと考えられる。
およそ海水濃度が 7％から 30％では，海水 0％に対する計
数率の比はほぼ一定で 0.86であった。海水濃度が未定の
場合，得られる Y-90の計数率と Table 4の Y-90の換算
係数（全濃度範囲に対するもの）を用いて，その濃度を求め
ると過小評価することになる。海水の混入が明らかな場合
は Y-90の計数率を 1.16倍した値を用いて，Y-90の濃度
を求めることができるが，海水が 7％以下の低い濃度の場

合，若干過大評価になることになる。
　なお，海水試料の沈殿物は若干吸湿性があり，10％の
海水を乾燥（デシケータで約 24時間）した状態で測定した
重量は 0.0042 g/cm2であった。実際の測定時における沈
殿物に含まれる水分量は不明で，沈殿物量と自己吸収の相
関は得られなかった。
　実際の分離操作においては，海水濃度が 20％を超える
ような試料では，沈殿物が嵩張り，フィルターの取り外し
の際，沈殿物のファンネル壁への付着が避けられず，定量
的な測定は困難である。高濃度の海水を含む試料では，再
現性のある測定が困難であり，このような試料水について
は，塩分濃度等を測定し，必要に応じて希釈し，測定する
必要がある。

4.　 Yttrium-90β線測定値に対するγ線および制
動放射線による影響

　測定で用いた GM計数管はβ線のみならずγ線や制動
放射線（以下，「光子」という。）にも感度をもっている。
Yttrium-90β線を測定する上で，試料水中に含まれる核
種からのγ線およびβ線によって生成する制動放射線に
よる影響を評価する必要がある。
　10 mmの厚さのアクリル板（1.20 g/cm2）を用いた場合，
Fig. 1からβ線の寄与は無視できることがわかる。一方
光子は，10 mmのアクリル板で若干減衰するが，その割
合はβ線に比べ，はるかに小さい。このことから，10  
mmのアクリル板透過後の測定結果をこれら光子による
バックグラウンド計測値として用いることができる。こ
の，光子によるバックグラウンドの影響について Cs-137
標準面線源を用いて検討を行った。また，実験で用いた沈
殿法では，試料中の Cs-134および Cs-137が存在してい
たとしても，その化学的性質から，大部分のものはろ過液
に入り，フィルターに捕集される割合は極めて小さいもの
と考えられる。このことを確認するため，Cs-137標準溶
液を用いた捕集効率の測定をあわせて行った。
（ 1）　Cesium-137の光子によるバックグラウンド評価
　1F発電所における，試料水中の Cs-134および Cs-137

Table 4　Conversion co-efficiencies of cps to Bq/cm3

Sample volume
Polyethylene 

plate thickness
mm

Conversion co-efficient

（Bq/cm3）/cps χ2 （Bq/cm3）/cps χ2 （Bq/cm3）/cps χ2

100 mL sample

Concentration�6 Bq/cm3 Concentration�0.5 Bq/cm3 Concentration�0.05 Bq/cm3

0 0.0227　 0.00201　 0.0236　 0.00135　 0.0206　 2.19E－05
1 0.0502　 0.0329　　 0.0509　 0.00177　 0.0416　 0.000103
2 0.0842　 0.00540　 0.0859　 0.00128　 0.0716　 0.000116

400 mL sample

Concentration�1 Bq/cm3 Concentration�0.3 Bq/cm3 Concentration�0.03 Bq/cm3

0 0.00592 0.000297 0.00590 0.000297 0.00543 1.34E－06
1 0.0149　 0.000588 0.0149　 4.98E－05 0.0133　 1.97E－06
2 0.0235　 0.000521 0.0235　 5.44E－05 0.0214　 8.13E－06

Table 5　 Effect of concentration of sea water on Y-90 
count-rates

Sample 
No

Concentra-
tion of Sr-90

Cocentra-
tion of sea 

water

Count-rate 
with 2 mm 

polyethylene

Ratio to 
A

Bq/cm3 ％ cps B/A

No. S-0 1  0   12±0.5（A） ―
No. S-1 1  1 11.6±0.5（B） 0.96
No. S-2 1  2 11.3±0.5（B） 0.93
No. S-3 1  3 11.3±0.5（B） 0.94
No. S-4 1  7 10.3±0.5（B） 0.86
No. S-5 1  7 10.3±0.5（B） 0.85
No. S-6 1 10 10.3±0.5（B） 0.86
No. S-7 1 15 10.3±0.5（B） 0.86
No. S-8 1 20 10.7±0.5（B） 0.88
No. S-9 1 30 10.1±0.4（B） 0.84

Table 4   Conversion co-efficiencies of cps to Bq/cm3
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4.	Influence of γ-Ray and Bremsstrahlung Radiation on the Measurements of 
γ-Rays from Y-90

The GM counter tube used in the measurement is sensitive not only to β-rays but also to 
γ-rays and bremsstrahlung radiation (hereinafter referred to as “photon”). In the measurement 
of β-rays from Y-90, the influence of bremsstrahlung radiation generated by γ- and β-rays from 
the nuclides contained in the water samples must be considered.

According to Figure 1, the contribution of β-rays can be ignored when an acrylic plate of 
thickness 10 mm (1.20 g/cm 2) is used. Photons are attenuated by the 10-mm-thick acrylic plate, 
but the rate of attenuation caused by the acrylic plate is much lower than that caused by β-rays. 
This indicates that the results of measurement after passing through the 10-mm-thick acrylic 
plate can be used as the background measurement due to these photons. The influence of the 
background due to photons was studied using a standard Cs-137 planar source. In addition, 
according to the deposition method used in the experiment, it is considered that the rate of 
collection of the Cs-134 and Cs-137 in the filter is very low because most of them enter the 
filtrate due to their chemical properties even if they are contained in a water sample. In order to 
verify this, the collection efficiency was measured using a standard Cs-137 solution.

(1)	 Evaluation of background due to Cs-137 photons
Depending on the condition of Cs-134 and Cs-137 dissolved in the water samples from the 

1F power station, it is possible that some of them are collected in the filter.
Therefore, the influence of the photons from the Cs-134 and Cs-137 collected in the filter on 

the evaluation of the Sr-90 concentration was investigated.
In the experiment, the photons from Cs-137 were evaluated using a standard Cs-137 planar 

source (JRIA), sealed with plastic (1 mm thick on one side) with a diameter of 37 mm and ra-
dioactivity of 992 Bq. The planar source with a diameter of 37 mm was as large as the deposits 
collected in the filter.

The 10-mm-thick acrylic plate removes the β-rays from Cs-137 so that only the photons 
from Cs-137 are measured. The measurement obtained using the above standard source when 
the 10-mm-thick acrylic plate was used was 1.0 × 10 −3 cps/Bq. In the case of a 2-mm-thick 
polyethylene plate, the β rays from Cs-137 can be ignored and only the photons from Cs-137 
are measured. The measurement obtained under this condition using a standard source was 
1.43 × 10 −3 cps/Bq.

Therefore, based on the count rate (Cac) with a 10-mm-thick acrylic plate, the contribution 
of photons for a 2-mm-thick polyethylene plate (CsBG) can be determined from the following 

157GM検出器を用いた Y-90β線測定による水中の Sr-90濃度の高感度・簡便測定法
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海水濃度の Y-90計測値に対する影響について検討した。
　人工海水を用いて，海水濃度が，1, 2, 3, 7, 10, 15, 20
および 30％の試料水（100 mL）を調製した。これに，前述
の実験と同様に担体等を添加し，さらに，Sr-90濃度が
1.0 Bq/cm3の溶液を調製した。この溶液について前述と
同じ手法で，沈殿・分離を行い，そのフィルターを測定し
た。なお，海水を含む試料の沈殿物は，海水 0％の 100  
mLの沈殿物と比較し，嵩張っており，全体的に湿っぽい
状態であった。
　Table 5に測定結果を示す。ポリエチレン 2 mmにお
ける海水濃度 0％の値に対する計数率の比もあわせて示し
た。海水含有量による影響があるが，主に海水に存在する
Mg等による沈殿物量の増加等によるものと考えられる。
およそ海水濃度が 7％から 30％では，海水 0％に対する計
数率の比はほぼ一定で 0.86であった。海水濃度が未定の
場合，得られる Y-90の計数率と Table 4の Y-90の換算
係数（全濃度範囲に対するもの）を用いて，その濃度を求め
ると過小評価することになる。海水の混入が明らかな場合
は Y-90の計数率を 1.16倍した値を用いて，Y-90の濃度
を求めることができるが，海水が 7％以下の低い濃度の場

合，若干過大評価になることになる。
　なお，海水試料の沈殿物は若干吸湿性があり，10％の
海水を乾燥（デシケータで約 24時間）した状態で測定した
重量は 0.0042 g/cm2であった。実際の測定時における沈
殿物に含まれる水分量は不明で，沈殿物量と自己吸収の相
関は得られなかった。
　実際の分離操作においては，海水濃度が 20％を超える
ような試料では，沈殿物が嵩張り，フィルターの取り外し
の際，沈殿物のファンネル壁への付着が避けられず，定量
的な測定は困難である。高濃度の海水を含む試料では，再
現性のある測定が困難であり，このような試料水について
は，塩分濃度等を測定し，必要に応じて希釈し，測定する
必要がある。

4.　 Yttrium-90β線測定値に対するγ線および制
動放射線による影響

　測定で用いた GM計数管はβ線のみならずγ線や制動
放射線（以下，「光子」という。）にも感度をもっている。
Yttrium-90β線を測定する上で，試料水中に含まれる核
種からのγ線およびβ線によって生成する制動放射線に
よる影響を評価する必要がある。
　10 mmの厚さのアクリル板（1.20 g/cm2）を用いた場合，
Fig. 1からβ線の寄与は無視できることがわかる。一方
光子は，10 mmのアクリル板で若干減衰するが，その割
合はβ線に比べ，はるかに小さい。このことから，10  
mmのアクリル板透過後の測定結果をこれら光子による
バックグラウンド計測値として用いることができる。こ
の，光子によるバックグラウンドの影響について Cs-137
標準面線源を用いて検討を行った。また，実験で用いた沈
殿法では，試料中の Cs-134および Cs-137が存在してい
たとしても，その化学的性質から，大部分のものはろ過液
に入り，フィルターに捕集される割合は極めて小さいもの
と考えられる。このことを確認するため，Cs-137標準溶
液を用いた捕集効率の測定をあわせて行った。
（ 1）　Cesium-137の光子によるバックグラウンド評価
　1F発電所における，試料水中の Cs-134および Cs-137

Table 4　Conversion co-efficiencies of cps to Bq/cm3

Sample volume
Polyethylene 

plate thickness
mm

Conversion co-efficient

（Bq/cm3）/cps χ2 （Bq/cm3）/cps χ2 （Bq/cm3）/cps χ2

100 mL sample

Concentration�6 Bq/cm3 Concentration�0.5 Bq/cm3 Concentration�0.05 Bq/cm3

0 0.0227　 0.00201　 0.0236　 0.00135　 0.0206　 2.19E－05
1 0.0502　 0.0329　　 0.0509　 0.00177　 0.0416　 0.000103
2 0.0842　 0.00540　 0.0859　 0.00128　 0.0716　 0.000116

400 mL sample

Concentration�1 Bq/cm3 Concentration�0.3 Bq/cm3 Concentration�0.03 Bq/cm3

0 0.00592 0.000297 0.00590 0.000297 0.00543 1.34E－06
1 0.0149　 0.000588 0.0149　 4.98E－05 0.0133　 1.97E－06
2 0.0235　 0.000521 0.0235　 5.44E－05 0.0214　 8.13E－06

Table 5　 Effect of concentration of sea water on Y-90 
count-rates

Sample 
No

Concentra-
tion of Sr-90

Cocentra-
tion of sea 

water

Count-rate 
with 2 mm 

polyethylene

Ratio to 
A

Bq/cm3 ％ cps B/A

No. S-0 1  0   12±0.5（A） ―
No. S-1 1  1 11.6±0.5（B） 0.96
No. S-2 1  2 11.3±0.5（B） 0.93
No. S-3 1  3 11.3±0.5（B） 0.94
No. S-4 1  7 10.3±0.5（B） 0.86
No. S-5 1  7 10.3±0.5（B） 0.85
No. S-6 1 10 10.3±0.5（B） 0.86
No. S-7 1 15 10.3±0.5（B） 0.86
No. S-8 1 20 10.7±0.5（B） 0.88
No. S-9 1 30 10.1±0.4（B） 0.84

Table 5   Effect of seawater concentration on Y-90 count rates
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equation using a correction coefficient of 1.43:

� (4)

In the actual measurements, the value which is obtained after deducting CsBG from the count 
rate for a 2-mm-thick polyethylene plate is used as the count rate based on the β-rays from 
Y-90, and the concentration of  Y-90 is calculated using the conversion coefficient of  Y-90.

Based on the conversion coefficient of  Y-90 when a 2-mm-thick polyethylene plate is used 
in a 100 mL water sample, the count rate of  Y-90 per Bq/cm 3 is 11.8 cps, and this corresponds 
to the case where 100 Bq of  Y-90 exists on the filter (with a diameter of  37 mm) at a concentra-
tion of 0.11 cps per Bq. On the other hand, as described above, the count rate per Bq of Cs-137 
collected in the filter is 1.43 × 10 −3 cps, which indicates a significant difference between both 
the values. In addition, as described in (2) below, the filter’s efficiency in collecting radioactive 
Cs is extremely low when radioactive Cs exists in the ionic state. Therefore, this suggests that 
the influence of the photons from Cs-134 and Cs-137 is very small.

On the basis of the above discussion, it can be inferred that the contribution of the photons 
from nuclides such as Cs-134 and Cs-137 to the measurements of  Y-90 is approximately 1/100 
even if Cs-134 and Cs-137 exist on the filter in the same radioactive concentration as Sr-90.

(2)	 Efficiency of collecting Cs-137 in the filter
A solution of CsCl was added to the aforementioned pure water-based solution used in the 

experiment of separating Sr and Y with a filter, to adjust the concentration of Cs + used as 
a carrier to 10 ppm. The same separation process was carried out after adding the standard 
Cs-137 solution with a concentration of 1.11 × 104 Bq to this solution. The deposits collected in 
the filter paper were dissolved in hydrochloric acid, and the solution thus prepared along with 
the undiluted solution before adding Na2CO3 were put into 20-mL vials and measured with a 
Ge semiconductor detector to quantitate the Cs-137. It was found that Cs-137 collected in the 
filter accounted for 0.17% of the total deposits. It is considered that K-40, a naturally derived 
substance which may be present in the actual measurement samples, is also eliminated in the 
course of the deposition and separation processes due to its chemical properties.

On the other hand, it was reported 15) as an example that most of the Cs-134 and Cs-137 exist 
in the RO-concentrated salt water from the 1F power station while adsorbing to colloids and 
suspended solids. In addition, it is considered that the properties of the water samples to be 
examined vary widely. In many cases, it is established that most of the Cs-134 and Cs-137 are 
collected in the filtrate and eliminated by the separation process carried out according to this 
method. However, the collection of these nuclides in the filter must be verified by using actual 
samples.

IV.	 Detection Limit of this Method
The detection limit of concentration of  Y-90 and Sr-90 in the measurement of β-rays from 

Y-90 was studied using the filter method.
The detection limit is expressed by the following equation 16):

� (5)

where, n is the count rate of the detection limit (cps), k is the confidence level, t is the sample 
measurement time, tb is the background measurement time, and nb is the background count rate 
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(cps).
In this experiment with standard Sr-90 samples, the background of the measurement envi-

ronment where shielding with lead was applied (under the condition where there was a 10-mm-
thick acrylic plate and no measurement sample) was 0.45 cps. The detection limit of  Y-90 
was evaluated using this value. With the filter sample and background measurement time of 
10 min and k = 3, the detection limit (n) was 0.13 cps. When the conversion coefficients for 
100 mL and 400 mL water samples with a 2-mm-thick polyethylene plate were used, the de-
tectable radioactive concentration limits of Sr-90 were calculated from radioactive equilibrium 
as 0.012 Bq/cm 3 and 0.0032 Bq/cm 3, respectively (the radioactive concentration of  Y-90 is the 
same).

However, in the actual sample measurement, a 10-mm-thick acrylic plate was introduced 
as there was a mixing of radioactive Cs and the background, including the contribution of 
photons, denoted by nb.

As described previously, most of the radioactive Cs is eliminated in the deposition-filtration 
process, and the contribution to the background is as small as 1.43E-3 cps per Bq. Therefore, it 
is considered that the background specific to the measurement environment is dominant in the 
actual sample measurements. Based on the assumption that the background of the measurement 
environment at the 1F power station is approximately twice (1.0 cps) as large as that of this ex-
periment, the detection limit was evaluated using this value as nb. If the sample and background 
are both measured for 10 min and k = 3, the detectable count rate limit n is 0.19 cps. In this 
case, when the conversion coefficients for 100 mL and 400 mL water samples with 2-mm-thick 
polyethylene plate are also used, the detectable radioactive concentration limits of  Y-90 were 
calculated as 0.017 Bq/cm 3 and 0.0045 Bq/cm 3, respectively. Therefore, the detection limit 
depends primarily on the measurement time and background of the measurement environment. 
As the measurement of the above level of radioactive concentration of  Y-90 is achieved, it 
indicates that it is feasible to measure the same level of radioactive concentration of Sr-90.

V.	 Conclusions
A filter method was developed to facilitate the measurement of a relatively low level of Sr-

90 concentration in various types of water samples generated at the current 1F power station.
1.	 Sr-90 and Y-90 are concentrated and collected in a filter at high collection efficiency using 

the carbonate precipitation and iron coprecipitation methods. A 2-mm-thick polyethylene 
plate (β-ray absorber) was used as a filter to enable the selective measurement of high-en-
ergy β-rays from Y-90 with a GM counter tube.

2.	 Most of the radioactive Cs existing in the water samples in the ionic state was eliminated 
by the deposition and separation processes that were carried out according to this method. 
If mixed nuclides such as Cs-134 and Cs-137 existed in the filter, the contribution of 
the photons from such nuclides was evaluated by inserting a 10-mm-thick acrylic plate. 
However, even if these nuclides had the same concentration as Sr-90, their contribution 
to the count rates of  Y-90 was as small as 1/100.

3.	 In the filter method, the concentration of Sr-90 was evaluated in a single measurement as 
long as Sr-90 and Y-90 achieved a state of secular equilibrium. Otherwise, the radioactive 
concentration of Sr-90 could be evaluated with the equation derived from the sequential 
decay of Sr-90 and Y-90 by conducting the measurements twice at a certain interval and 
then determining the radioactive concentrations of  Y-90 both times using the conversion 
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coefficient from the obtained count rate of the β-rays from Y-90. The time taken to 
conduct the separation and collection processes and the measurement is 30 min or less, 
hence, it is possible to obtain results within 6 hours even if it is necessary to conduct the 
measurement twice. It is possible to measure concentrations that are much lower than the 
tentative effluent standard related to Sr-90 (0.01 Bq/cm 3) currently used at the 1F power 
station in a shorter time than that taken using conventional measurement methods.

4. 	This is a method for measuring the radioactive concentration of Sr-90 easily and quickly 
without any advanced processes of chemical separation and professional measurement 
techniques and is considered to make a useful contribution to effluent management at the 
1F power station which has a large number of water samples to be examined.

When applying this method to a field site, the following points need to be noted:
1. 	The most important objective of the filter method is to measure high-energy β-rays from 

Y-90 precisely and selectively. If any nuclide other than Y-90 which emits high-energy 
β-rays is present (potentially, such as Rh-106 which is a daughter nuclide of Ru-106 or 
Pr-144 which is a daughter nuclide of Ce-144), the contribution of such a nuclide must be 
evaluated.

2. 	If nuclides which interfere with the measurement of β-rays from Y-90, such as Cs-134 and 
Cs-137, are present in a high concentration, it is possible to concentrate and collect these 
nuclides in the filter. Before applying this method, it is necessary to check the amounts 
of the nuclides that are concentrated and collected in the filter using an actual sample 
obtained from the 1F power station.

3. 	If a water sample contains seawater at a concentration of 20% or higher, a large amount 
of deposit may be attached to the area around the funnel, causing difficulty in handling. 
The samples with high seawater concentrations need to be studied separately.
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